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Environmental Protection Agency § 86.1312–88 

§ 86.1311–94 Exhaust gas analytical 
system; CVS bag sample. 

(a) Schematic drawings. Figure N94–1 
is a schematic drawing of the exhaust 
gas analytical system used for ana-
lyzing CVS bag samples from either 
Otto-cycle or diesel engines. Since var-
ious configurations can produce accu-
rate results, exact conformance with 
the drawing is not required. Additional 
components such as instruments, 
valves, solenoids, pumps and switches 
may be used to provide additional in-
formation and coordinate the functions 
of the component systems. Other com-
ponents such as snubbers, which are 
not needed to maintain accuracy in 
some systems, may be excluded if their 
exclusion is based upon good engineer-
ing judgment. 

(b) Major component description. The 
analytical system, Figure N94–1, con-
sists of a flame ionization detector 
(FID) (heated for methanol-fueled (235 
±15 °F (113 ±8 °C)) and for petroleum- 
fueled diesel (375 ±10 °F (191 ±6 °C) en-
gines) for the measurement of hydro-
carbons, a methane analyzer (con-
sisting of a gas chromatograph com-
bined with a FID) for the determina-
tion of CH4 (for engines subject to 
NMHC standards, where applicable), 
nondispersive infrared analyzers 
(NDIR) for the measurement of carbon 
monoxide and carbon dioxide, and a 
chemiluminescence analyzer (CL) for 
the measurement of oxides of nitrogen. 
The analytical system for methanol 
consists of a gas chromatograph (GC), 
equipped with a flame ionization detec-
tor. The analysis for formaldehyde is 
performed using high pressure liquid 
chromatography (HPLC) of 2,4-dinitro-
phenylhydrazine (DNPH) derivatives 
using ultraviolet (UV) detection. The 
exhaust gas analytical system shall 
conform to the following requirements: 

(1) The CL requires that the nitrogen 
dioxide present in the sample be con-
verted to nitric oxide before analysis. 
Other types of analyzers may be used if 
shown to yield equivalent results and if 
approved in advance by the Adminis-
trator. 

(2) The carbon monoxide (NDIR) ana-
lyzer may require a sample condi-
tioning column containing CaSO4 or 
desiccating silica gel to remove water 
vapor, and containing ascarite to re-

move carbon dioxide from the CO anal-
ysis stream. 

(i) If CO instruments are used which 
are essentially free of CO2 and water 
vapor interference, the use of the con-
ditioning column may be deleted (see 
§§ 86.1322 and 86.1342). 

(ii) A CO instrument will be consid-
ered to be essentially free of CO2 and 
water vapor interference if its response 
to a mixture of three percent CO2 in N2. 
which has been bubbled through water 
at room temperature, produces an 
equivalent CO response, as measured 
on the most sensitive CO range, which 
is less than one percent of full scale CO 
concentration on ranges above 300 ppm 
full scale or less than 3 ppm on ranges 
below 300 ppm full scale (see § 86.1322). 

(3)(i) Using a methane analyzer con-
sisting of a gas chromatograph com-
bined with a FID, the measurement of 
methane shall be done in accordance 
with SAE Recommended Practice 
J1151, ‘‘Methane Measurement Using 
Gas Chromatography.’’ (Incorporated 
by reference pursuant to § 86.1(b)(2).) 

(ii) For natural gas vehicles, the 
manufacturer has the option of using 
gas chromatography to measure NMHC 
through direct quantitation of indi-
vidual hydrocarbon species. The manu-
facturer shall conform to standard in-
dustry practices and use good engineer-
ing judgement. 

(c) Alternate analytical systems. Anal-
ysis systems meeting the specifications 
of subpart D of this part may be used 
for testing required under this subpart, 
with the exception of §§ 86.346 and 
86.347, provided that the systems in 
subpart D of this part meet the speci-
fications of this subpart. Heated ana-
lyzers may be used in their heated con-
figuration. 

(d) Other analyzers and equipment. 
Other types of analyzers and equip-
ment may be used if shown to yield 
equivalent results and if approved in 
advance by the Administrator. 

[59 FR 48525, Sept. 21, 1994, as amended at 59 
FR 50073, Sept. 30, 1994; 61 FR 127, Jan. 3, 
1996; 62 FR 54730, Oct. 21, 1997] 

§ 86.1312–88 Weighing chamber and 
microgram balance specifications. 

(a) Ambient conditions—(1) Tempera-
ture. The ambient temperature of the 

VerDate Mar<15>2010 11:34 Aug 31, 2010 Jkt 220161 PO 00000 Frm 00173 Fmt 8010 Sfmt 8010 Y:\SGML\220161.XXX 220161jd
jo

ne
s 

on
 D

S
K

8K
Y

B
LC

1P
R

O
D

 w
ith

 C
F

R


		Superintendent of Documents
	2014-08-27T13:34:21-0400
	US GPO, Washington, DC 20401
	Superintendent of Documents
	GPO attests that this document has not been altered since it was disseminated by GPO




